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Abstract— We present an implantable single-photon shank-
based imager, monolithically integrated onto a single CMOS
IC. The imager comprises of 512 single-photon avalanche
diodes distributed along two shanks, with a 6-bit depth in-pixel
memory and an on-chip digital-to-time converter. To scale down
the system to a minimally invasive form factor, we substitute
optical filtering and focusing elements with a time-gated,
angle-sensitive detection system. The imager computationally
reconstructs the position of fluorescent sources within a 3-D
volume of 3.4 mm x 600 pm x 400 pm.

Index Terms— CMOS, compressed sensing, neural probe,
single-photon avalanche diode (SPAD), time-gated fluorescence
imaging.

I. INTRODUCTION

PTICAL functional neural imaging has revolutionized
Oneuroscience with optical reporters that enable single-
cell-resolved monitoring of neuronal activity in vivo. State-
of-the-art microscopy methods, however, are fundamentally
limited in imaging depth by optical scattering in tissue even
with the use of the most advanced multiphoton microscopy
techniques [see Fig. 1(a)] [1], [2].

Instead, if a camera itself can be inserted into the brain, then
imaging at arbitrary depth is possible. One method to enhance
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Fig. 1. Size and imaging depth comparison of (a) multi-photon microscope,
(b) implantable microscope with inserted GRIN lens, and (c) imaging probe
resolving 4.1 mm deep in brain tissue with an external excitation laser.
Fluorescent emission is collected by 512 SPAD pixels located on two shanks.

imaging depth from a multiphoton microscope is to implant a
relay graded-index (GRIN) lens [3]. While these lenses allow
one to couple laser power into deep nuclei at the expense of
the cerebral tissue above the interrogation volume and enable
functional calcium imaging, their displaced tissue volume is
very large (> 0.1 mm®) compared with the imaging volume
(> 0.01 mm?). These methods achieve deep brain imaging at
the cost of significant neural network trauma and still require
free-space microscopes for readout.

In addition to solving the imaging depth problem, there
is an interest in scaling down the size of the epifluorescence
microscopes themselves [see Fig. 1(b)] [4], [5]. These efforts
have primarily focused on small-form-factor implementations
of full microscopes, including lenses and optical filters.
This continued reliance on lenses and filters challenges
miniaturization.

More recently, there have been significant efforts directed
toward lens-less imaging. These approaches have been based
on far-field masking (either phase or amplitude) to produce
a spatially diverse illumination pattern on the imager that
can be used to computationally reconstruct an image [6].
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The requirement for far-field positioning of the mask, however,
precludes the use of these approaches in shanks, where shank
thicknesses want to be maintained at a minimum to prevent
tissue displacement. The requirement for optical spectral filters
in the scheme of fluorescence microscopy adds to the probe
thickness.

In this article, we take an entirely different approach in
which the “camera” itself can be inserted into the brain, allow-
ing imaging at arbitrary depth by collecting fluorescence signal
very close to the neuron of interest, without its signal having
to scatter and attenuate along its insertion depth. In particular,
we present a monolithically integrated single-photon imager
in the form of a CMOS, shank-based optical image sensor
array that can be inserted into the brain [see Fig. 1(c)] [7].
Single-photon avalanche diodes (SPADs) fabricated in CMOS
are used as proximal light detectors. Lenses are replaced
with near-field diffraction gratings placed on each SPAD,
giving each of them a unique angularly modulated field of
view (FoV) [8]. The mapping of SPAD counts into a volumet-
ric scene allows the imager to determine the location of light
sources. This additional information provides a multi-source
localization capability similar to a far-field lens-less imaging
approach. An external 480-nm pulsed picosecond laser delivers
fluorescence excitation at the insertion point of the shanks
by means of a fiber-coupled collimator. Spectral filters are
replaced with time-gated operation of the SPADs in which
detectors are turned on immediately after the pulsed excitation
light has been shut off.

This article is structured as follows. In Section II, we present
the system design and explain the post-processing into the
shank form factor. The SPAD device and quenching circuit that
allows for time-gated, filter-less fluorescence photometry are
described in Section III. Section IV describes the implemen-
tation of lens-less imaging through angle-sensitive detection,
and Section V demonstrates the computational multi-source
localization of phantom targets.

II. SYSTEM OVERVIEW

Fig. 2(a) shows the die photograph of the implantable imag-
ing probe with two shanks, each 4.1-mm long and 120-pm
wide, connected to a 2 mm x 1.2 mm head. Geometrically,
this differs from our earlier design [7], extending the shanks by
approximately 650 um in length and reducing the shank sepa-
ration from 250 to 175 um to increase the overlap of individual
shank FoVs, aiding reconstruction performance. As a result,
it is used to accommodate buffers and decoupling capacitors
for delivering signal and power along the shank length. Each
shank employs two rows of 128 SPADs operating in the Geiger
mode at 25.3-um pitch and 7.7-pum active diameter, delivering
a 6.3% fill factor. Each pixel contains a SPAD detector
with a quenching circuit, 6-bit memory, and addressing logic.
Because the shanks have partially overlapping FoVs, a total
imaging volume of 3.4 mm x 600 um x 400 pum is achieved.
The probe head contains a digital-to-time converter (DTC) for
on-chip control of pixel gating and metal-oxide—metal (MOM)
capacitors for decoupling the SPAD bias voltage. In the
subsequent discussion, we use the x-direction to denote the
distance along the length of the shank, the z-direction to denote
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Fig. 2. (a) Chip micrograph with shank IC highlighted. (b) System
architecture consisting of optoelectronic IC, readout FPGA, and computer
for image reconstruction.

the vertical distance away from the shanks, and the y-direction
to denote the distance along the width of the shank.

As fabricated in a 130-nm high-voltage process, the system
is subdivided into four voltage domains, including a 1.5-V
digital core domain, a 3.3-V digital input/output (I0) domain,
a 5-V domain for the SPAD quenching circuits, and a >16-V
domain for biasing the SPAD cathodes.

A. System Architecture

A system-level block diagram is shown in Fig. 2(b). A field-
programmable gate array (FPGA) is used to synchronize
time-gated photon counting with an external pulsed laser. A
phase-locked loop (PLL) implemented within the FPGA uses
a photodetector-produced laser pulse waveform to deliver a
synchronization signal to the DTC, which then produces a
global time-gated signal with programmable delay and pulse
width. Photon counts are accumulated with this global shutter
for a desired number of laser pulses and read out by addressing
each pixel’s 6-bit memory serially with a 31.25-MHz readout
clock.

This readout clock frequency is ultimately limited by the
rate at which data can be read from the pixel-level memory.
A per-pixel sequential readout rate of 31.25 MHz, combined
with a minimum image acquisition time of 3.2 us when
used in synchronization with a 20-MHz laser repetition rate,
leads to a maximum possible frame rate of 51 kilo-frames
per second (kfps). The 6-bit dynamic range at this frame
rate can be maximally utilized at high signal conditions,
which corresponds to a 520-nm wavelength irradiance of
2.2 x 10° photons/s/um? at the pixel surface. The data are
streamed out with a USB 3.0 link, and image reconstruction
is performed on an external computer.
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Fig. 3. (a) Post-processing of CMOS die into implantable imaging probe.
(b) Scanning electron microscopy image of post-processed imaging probe with
120-pum width and 40-pum thickness, packaged for insertion (inset).

B. Post-Processing

In order to further miniaturize the imaging probe’s vol-
ume displacement, excess silicon surrounding the shank is
removed to yield a 40-um-thin structure ready for implan-
tation. Fig. 3(a) shows the fabrication sequence starting with
photoresist (AZ P4620, MicroChemicals) patterning, followed
by an O,—CF4 reactive ion etch through the passivation and
CMOS stack. A Bosch process etches through 100 pm of
silicon substrate, after which photoresist is stripped and the die
is mechanically milled (X-PREP, Allied High Tech Products)
to remove 250 um of substrate silicon, fully releasing the
shanks [see Fig. 3(b)]. The imaging probe is finally wire-
bonded and packaged to a printed circuit board with a flat
flexible cable connection and passivated with an epoxy [see
the inset in Fig. 3(b)].

III. TIME-GATED FLUORESCENCE IMAGING

Optical multi-dielectric spectral filters are an important
part of any fluorescence microscope. They are required to
reject the excitation intensity and allow only the fluorescence
response to reach the detector. It is typically accomplished
in the spectral domain by three components, an emission
filter, an excitation filter, and a dichroic mirror, combined
usually in a “cube” to provide an optical density (OD) > 6
rejection of the excitation wavelength. Achieving the same
levels of rejection with an integrated filter alone on our shank-
based imagers remains difficult and is compounded by the
dependence of filter properties on incident angle in the case of
thin-film interference filters. Pigment-based absorption filters,
as commonly used in color displays and CMOS imagers, do
not have adequate rejection ratios [9]. Interference filters are
difficult to integrate on CMOS and have problems in the
rejection of non-orthogonal incident light [10], [11].
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Fig. 4. (a) Circuit diagram of active-reset quenching circuit. (b) Timing
diagram of laser-synced time-gated operation. (c) Layout of single pixel.

As an alternative to spectral filters, time-domain rejection is
a powerful alternative by time-stamping the excitation source
(pulse) and time-gating the detectors such that the fluorescence
response is detected after the excitation has been turned off.
This relies on the fact that fluorescent reporters have a time
decay of fluorescence intensity characterized by their lifetimes.
For commonly used fluorescent dyes, these lifetimes are in the
1-10-ns range (4.1 ns for enhanced green fluorescent protein
(EGFP), 4.0 ns for fluorescein, and 1.68 ns for Rhodamine
B). The signal-to-background ratio (SBR) of a time-gated
fluorescence image is determined by the ratio of the integrated
photon count coming from the fluorescence emission to that
remnant from the excitation source. The exact position of
the time-gate relative to the laser turn-off time is chosen to
maximize this SBR for the given laser turn-off and lifetime
characteristics of the fluorescence.

A. Pixel Quenching and Reset Circuit

The in-pixel quench-and-reset circuit and pixel layout are
shown in Fig. 4(a) and (c). Each of the 512 SPADs is reverse-
biased between a global cathode and individual anode (AN).
The cathode is held at a constant voltage above break-
down (VBp), while the anode (AN) moves between zero and
the reset voltage (Vrst) to put the SPAD into and out of
the Geiger mode. The rising edge of the ON signal provided
by the DTC triggers edge detection. The large reset NMOS
transistor (M 1) begins discharging AN until it drops below the
input threshold (~750 mV) of the inverter-based comparator.
When the inverter output goes high, the internal feedback
clears the flip-flop-based edge detector, turning M1 off and
setting AN to a high-impedance state. The SPAD is then biased
in the Geiger mode and ready for avalanche breakdown at an
incoming photon. The self-timed reset, a design change from
the earlier version [7], optimizes the pulse width of the RST
signal and internally minimizes the reset time for an arbitrary
value of VrsT between 1.5 and 5 V without the need of an
externally programed pulse.

The long-channel half-latch transistor (M2) provides high
impedance at the AN terminal of the SPAD. During avalanche
breakdown, a large current flow causes a buildup of voltage at
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the input of the comparator. The output of the comparator is
flipped and triggers the event detection flip-flop, incrementing
the counter by one. Only the events within the ON signal
are detected and at most one photon can be detected per
cycle. When the counter reaches 63 counts, the Full signal
is asserted, and the counter stops incrementing. The timing
diagram in Fig. 4(b) demonstrates a cycle with zero counts
and a cycle with one count. During the zero-count cycle,
the internal delay of the self-timing reset mechanism and the
falling edge of ON show the “effective” time-gate. This can
be compensated with minor adjustments to the duty cycle of
the ON signal. During the one-count cycle, the avalanche is
quenched and the counter is incremented by one.

B. Pixel Performance

The p-type (n-implant) shallow-junction SPAD was man-
ufactured in a 130-nm process with a Vgp of 15.5 V and
its key performance metrics were measured in an integrating
sphere [7]. In Fig. 5(a), the cumulative percentage of pixels
under a given dark count rate (DCR) is plotted for increasing
overvoltage (Vov = Vcaru — Vap), showing a “hot-pixel”
percentage of 2%; hot pixels are defined as those with more
than five times the median DCR. The median of the arraywise
photon detection probability (PDP) is plotted as a function of
wavelength in Fig. 5(b). The SPADs show a peak sensitivity
at 575 nm.

Fig. 5(a) and (b) shows an increase in both DCR and
PDP, respectively, with increasing Vovy, as measured with a
monochromatic light source centered at 520 nm that matches
the emission peak of EGFP. We use a figure of merit (FoM;
see [12, eq. (2)]) based on photon counting statistics for
fluorescence imaging to evaluate the SPAD performance.
This FoM selects the highest probability of detecting photon
events while avoiding false positives and noise events.
In Fig. 5(c), this FoM is plotted for fluences over a range
of 103-10° photons/s, equivalent to a photon flux of

0.4-40 fW/um?> at a 520-nm wavelength. Due to the
relatively low DCR compared to fluence, the optimal
operating value of Voy is found to be 1 V. Fig. 5(d) shows
the linearity of photon counts in response to increasing
fluence at 520 nm. The linearity is limited by the dark count
at low fluence and by photon pileup at high fluence.

Vov at 1 V also has the benefit of reduced afterpulsing
events [13]. Afterpulsing is estimated by measuring DCR
while sweeping the active-reset SPAD dead time from 300 to
10 ns. The median 40-Hz dark count holds constant across
this range, indicating that afterpulsing is not a significant
contributor to DCR.

Table I reports the comparison with prior time-gated SPAD
imagers. The imager compares favorably with other time-
gated SPAD imagers in conventional planar array formats
[14]-[17] while displacing a volume of only 0.03 mm?3 with
the implanted shanks.

C. Time-Gating Circuitry

The system employs a DTC to synthesize the global
shutter ON signal with a tunable delay with respect to the
laser pulse. Fig. 6 shows its architecture and timing diagram.
TRIGGER determines the ON repetition rate. The Johnson
counter creates an 8-bit sequence signal, CNT, where each
bit corresponds to an 8x down-sampled version of CLKIN,
each 45° delayed and fed into both phase interpolators (PIs).
A user-defined 8-bit programmed phase is decoded to select
any combination of three phases of CNT. These are equally
summed into [see Fig. 2(b)], low-pass filtered, and
buffered [18]. While CLK is generated in the first PI, REF is
generated from a second PI to flexibly compensate for internal
delays, and its rising edge asserts READY to allow for the
next synthesized CLK to propagate to the output ON. READY
is pulled low when ON is activated and asserted again on the
rising edge of REF when TRIGGER is high. The dynamic
range of pulse width and delay is extended through the final
tunable counter stage. A serial peripheral interface (SPI) slave
programs phase width, and delay from the control FPGA.
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A variable output duty cycle of 20%-50% for ON allows
the SPAD to be moved out of Geiger mode after suffi-
cient decay of the fluorescence signal, avoiding dark count
and unnecessary power dissipation. As CLK and REF are
8x down-sampled, 50% duty cycle, phase-delayed versions of
CLKIN, the CLKIN frequency determines the duty cycle (D)
resolution of ON. The CLKIN frequency must always be
greater than or equal to 8 x (Frrigger/ D), where FrrigGer
is equal to the laser repetition rate, in order to ensure correct
phase and duty cycle for ON, with higher frequencies allowing
higher resolution phase control.

All tests were performed at a 10-MHz TRIGGER repetition
rate. If one keeps the REF edge constant, the DTC allows CLK
timing to be tuned relative to REF with an 8-bit resolution in
a range of the REF and CLK period.

In the case of fluorescence decay lifetimes on the order
of 2-4 ns, REF-to-CLK delays up to 12.5 ns are required,
equivalent to 50% of the available range (7 bits of the DTC).
CLKIN is set to a 320-MHz frequency to synthesize a 40-MHz
CLK, allowing for a 25% duty cycle for ON. Fig. 6(c) shows
how 128 LSB (seven bits) for CLK results in 97-ps resolution.
Fig. 6(d) shows the measured linearity performance of the
converter, with DNL staying within [—1, 4+2.5] LSB and INL
staying within [—4, +2] LSB, with standard deviations over
the nonlinearity curve of 0.6 and 1.3 LSB, respectively. From
the measurement data in Fig. 6(c), we calculate the signal-to-
noise-and-distortion (SINAD) of the DTC as [19]

T.
SINAD = 201log;, ( 0’) = 40.95 dB (1)
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Fig. 7. (a) Diagram of fluorescence measurement setup showing fluorescent
and scattered excitation photons reaching the SPAD array located along the
x-axis. (b) Photograph of 10-uM fluorescein in 0.6% agarose, excited by a
collimated 488-nm pulsed laser. (c) Time-gated photon counts synchronized
to the laser pulse at + = 0 s for pure agarose (blue line) and fluorescein
in agarose (FL, green line) plotted against the left axis; respective SBR
(Fluorescein:Agarose) is plotted on the right axis (red line).

where Ty, is the full-scale conversion time (12.5 ns), and
0 = 0.112 ns represents the standard deviation of the output
error. This leads to an effective number of bits (ENOB)
of 6.5 bit or an effective resolution of 137 ps.

D. Time-Gating Performance

To demonstrate the effectiveness of time-gated fluorescence
imaging, the imaging probe was placed under media with
properties similar to a fluorescence-expressing mouse brain
[see Fig. 7(a)]. We used a 0.6% agarose gel (A7777, Teknova)
to imitate the optical scattering of neural tissue [20]-[22], and
a range of fluorescein concentrations was added to it to simu-
late bulk fluorescence expression [see Fig. 7(b)]. A fluorescein
concentration of 10 uM is equivalent in brightness to cytoplas-
mic expression of GCaMP in a neuron [23]. A picosecond-
pulsed laser (Fianium SC450-pp, NKT Photonics) delivers
excitation light through a collimated beam 500 pM above the
imager with 670-uW average power (1.6 x 10° photon/s), and
the time-gated ON signal with a 10-ns on-time is moved in
steps of 280 ps over the range of 12 ns after the laser pulse.

In the scattering medium, the excitation laser light reaches
the pixels after traveling along a Mie scattering path, which
we find representative of neural tissue without the presence of
fluorescence. The resulting photon count [see Fig. 7(c), Agar]
is the convolution of the SPADs’ 10-ns time-gate with the
50-ps-wide laser pulse, which is denoted as the instrument
response function (IRF) of the time-gated quenching circuit.
Its sub-nanosecond exponential decay characteristic is the
result of minority carriers, created by the high excitation
photon flux, diffusing into the multiplication region of the
SPAD and creating an avalanche breakdown in the absence
of an incoming photon [14]. The time-gated rejection ratio
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2 ns after the pulse is 98%, corresponding to an excitation
OD of 1.7.

In the case of a fluorescent medium representative of an
EGFP-expressing mouse cortex [see Fig. 7(c), FL], direct laser
intensity is not observed on the imager because most of the
laser light is converted into fluorescence emission before it
reaches the imager. Instead, we see a slow rise and 4.7-ns
lifetime fall produced by a convolution of the excitation light
time-gate and the 4.1-ns fluorescence lifetime of fluorescein.

Time-gated fluorescence imaging of fluorescent markers in
a scattering environment requires a time window in which the
fluorescence response exceeds that of the scattered excitation
light. In the case of 10-uM fluorescein in agarose, the SBR
reaches 31.6 dB 2 ns after the laser pulse. SBR and excitation
OD continue to increase past 2 ns, reaching 105 dB and
3.2 OD, respectively, at 12 ns; however, this is achieved at
the cost of reduced signal yield (5% at 12 ns). While time-
gated filtering alone does not match the OD of epifluorescent
microscopes, relatively low-OD spectral filters can be added on
top of the imager to supplement the rejection from time gating.

When the imager is illuminated with the output-saturating
photon flux of 2.2 x 10° photons/s/um? and reads out at the
maximum frame rate of 51 kfps, operating at maximum power
consumption, it consumes a total of 6.24 mW. The charging
of the SPAD diode capacitance at quenching events consumes
2.94 mW on the Vrst and SPAD cathode nodes together. The
1.5-V digital core consumes 3.3 mW. The 3.3-V IO power was
supplied through the FPGA. With the majority of the digital
logic located on the base of the shank, we estimate a power
consumption of ~3 mW for the implantable regions of the
imager, comparable to levels reported by other implantable
CMOS neural recording shanks [24].

E. Photometry in Scattering Neural Tissue

To test the imaging performance on a fluorescent target
with known size and properties, a Monte Carlo photon
trajectory simulation [25]-[27] is performed in a tissue
model characteristic of EGFP expression in gray matter. The
tissue is modeled with anisotropy factor g = 0.88, refractive
index n = 1.37, scattering coefficient p, = 21 mm~!, and
absorption coefficient p, = 0.06 mm~! [28], while EGFP is
modeled with a quantum yield of 0.6, an extinction coefficient
of 55000 M~'ecm™! [29], and a lifetime of 4.1 ns. Using a
simulation setup similar to Fig. 7(a), we model an imager
implanted along the x-axis with the pixels located between
x = 0 and 3.2 mm, in parallel with a collimated pulsed laser
light source illuminating the tissue boundary of x = 0 um,
at a distance z = 100 um away from the imager with
700-uW average power. A group of fluorescently labeled
somata contained in a 50-pm radius located at height
z = 100 pm, expressing EGFP with an equivalent
concentration of 10 uM [23], is swept along the x-axis.
The model assumes a duty cycle of 50% and a 12-ns time-
gated delay after the excitation pulse, which is the shortest
delay at which SBR exceeds one at all depths. At this delay,
the filter achieves an OD of 3.2 and the fluorescence emission
falls to 5% of its peak intensity.
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Fig. 8. (a). Fluorescence emission of EGFP-expressing somata in model
tissue compared with background and dark count as a function of tissue depth.

(b) Combined photon shot noise and dark count shot noise, plotted with SNBR
as a function of tissue depth.

We perform these simulations at a frame rate of 1 fps. For a
laser repetition rate of 20 MHz, this means that photon counts
for 2 x 107 laser pulses are integrated. Fig. 8(a) shows the
resulting counts for the time-gated excitation source, the fluo-
rescence emission, and the dark count. The fluorescence emis-
sion assumes that the group of somata is positioned directly
above the sensing SPAD at each depth. Fluorescence emission
is found to overcome scattered excitation at all simulated
depths, although by a small margin. Fig. 8(b) shows the signal-
to-noise-and-background ratio (SNBR), defined as the ratio
of fluorescent signal counts to the background, photon-shot-
noise, and dark-count-shot-noise. For time-gated delays longer
than 12 ns, the drop in signal yield for a given frame rate leads
to an increase in shot noise relative to signal. A frame rate of
1 fps is necessary to reduce the shot noise to yield SNBR larger
than 3 dB. SNBR is largest at tissue depths below 500 pm
because scattering has not yet become significant. When the
imager is deeper in tissue, excitation collimation is lost and
more blue excitation light scatters into the detector. However,
due to the limited acceptance angle of 60° (see Section IV-A),
the majority is still rejected, and the excitation background
and fluorescence signal reduce proportionally between 500 pm
and 2.5 mm.

Beyond 2.5 mm, the exponential extinction of the
excitation light places the detector into dark-count-limited
operation. In the absence of better excitation rejection,
the SNBR of our imager is sufficient up to a depth limit,
and deep brain imaging becomes a problem of light delivery.
Potential solutions have been demonstrated, including
implantable waveguides [30]-[32], densely integrated
GaN pLEDs [33], [34], or multimode fiber endoscopes [35].

Another solution is to incorporate spectral filters that work
together with time gating. In Fig. 8(b), we repeat the same
analysis with the addition of a filter that is able to block the
excitation wavelength at an OD of only 0.6 [36], but which
acts to further reduce the background and photon shot noise
associated with this background. The SNBR, in this case,
is sufficient to allow imaging at full shank depths. Imaging
at the hardware limit of 51 kfps would be possible given high
enough illumination. The frame rate is in direct tradeoff with
shot-noise-limited SNBR.

IV. LENS-LESS IMAGING USING NEAR-FIELD
ANGLE-SENSITIVE DETECTION

The lack of refractive focusing optics poses two challenges
in image formation. The first is low photon yield, which is
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addressed in part through the use of sensitive SPAD detectors.
The second is the lack of spatial resolution. Simply relying
on the limited numerical aperture of the detectors in the
array itself (which is an acceptance cone of approximately
60° single-sided) would allow an x- or y-spatial resolution
of only ~450 um to be achieved 200 um from the detector.
Instead, we rely on near-field diffraction gratings on each pixel
to provide an angle sensitivity diversity that can be used for
computational image reconstruction [16]. The use of these
gratings comes at a cost in transmission efficiency, which
averages only 3% of incident photons. This can be improved
to 29% using non-blocking dielectric phase gratings to achieve
the same diffraction gratings instead of metal wires [37].
The inverse imaging problem, in this case, is formulated as
a linear system from the scene x to the array photon count y

y=Ax+ . 2)

The sensing matrix A compresses the scene into a much lower
dimensionality determined by the pixel count. Dark count and
background are assumed to be spatially and temporally
uncorrelated to the sources, and afterpulsing was estimated
to be negligible. Image quality is improved by constructing
a sensing matrix A that maximizes information extraction
from the scene x. Such an optimized A allows for the best
reconstruction of the inverted image X. In particular, we
seek A that has maximally incoherent columns [38], indicating
that each location in space is compressed onto the imager’s
response in a maximally distinct way.

A. Angle-Sensitive Pixel Design

A is determined by a diversity of angle sensitivity intro-
duced into each pixel with near-field diffraction gratings,
as shown in Fig. 9. These gratings, formed in two layers of
back-end metal separated by 1.14 um [see Fig. 9(a)], constitute
16 angular-sensitivity variations (which take up a total distance
along the length of the shank of 200 pm) consisting of orthog-
onal combinations of two angular modulation frequencies,
two rotations, and four quadrature phases [8]. The gratings
are employed across both shanks in a repeating pattern of
2 x 8 pixels to ensure that a source located 100 um above the
center axis of the shank and positioned (in x) at the midpoint
of the 16-pixel group is situated in the 60° FoV of each pixel
variation.

The angular response for each grating combination was
measured by illuminating the imager with a collimated mono-
chromatic light source at 520 nm and varying the angles
of incidence along 8 and ¢, two azimuthal angles pivoting
around the x- and y- axes, respectively, using a rotational and
tilting stage under the imager [see Fig. 9(b)]. Two examples of
grating structures, each with a low and high angular frequency,
are shown in Fig. 9(c), along with the parametric fit.

The higher angular modulation amplitudes at extreme angles
in Fig. 9(b) reflect the fact that the Talbot self-image is
not generated at the exact height of the secondary grating.
At even higher incident angles, the CMOS metal interconnect
starts occluding photons for incident angles larger than 45°
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Fig. 9. (a) Illustration of an angular-sensitive SPAD implemented in CMOS.
(b) Measured angular modulation of 16 different grating structures in direction
(x and vy), frequency (high low), and quadrature phase (0°, 90°, 180°,
and 270°), for 520-nm illumination. (c) Simulated angular responses of grating
combinations y/L/180° (top left) and y/H/90° (bottom left), with respective
¢ = 0° cross sections measured and parametrically fit (right).

and rejects completely at 60°. In addition, the PDP at green
wavelengths is lower for obliquely incident photons due to a
deeper effective multiplication layer, shifting peak PDP away
to a higher wavelength.

B. Point Spread Function

The point spread function (PSF) describes the system
response to a point source, and its width determines how
close two point sources can be placed while still being
individually reconstructed. The PSF of this imaging system
can be computed as a pseudoinverse backprojection of a single
voxel

XPSF = (A+A)xsource (3)

where AT is the left pseudoinverse of A and Xgource is an
Nyoxel-by-1 array that is O except at a single voxel. nyoxel
is ~2 million in the case of using a voxel grid of 5 pum.
The PSF of a single voxel located at Cartesian coordinates
of [2000, 0, 200 um] is plotted in Fig. 9(a)-(c), showing
the correlated nature of voxels in this highly underdetermined
system. Fig. 10(d) shows the resolution in the form of full-
width at half-maximum (FWHM) of the 1-D PSF profile. For
continuity of the plot, data points in which the local minima
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Fig. 10. PSF of a single point source located at coordinates [2000, O,
200 wm] portrayed as (a) xy, (b) xz, and (c) yz plane cross sections of a
3-D pseudoinverse backprojection; voxels are 5 pm across all dimensions.
(d) PSF FWHM in x, y, and z with respect to the increasing distance of point
source from imager. (e) xz plane cross section of imager FoV. Dotted yellow
lines in (a) and (e) mark the location of the imager.

closest to the peak did not fall below the half-maximum were
omitted.

The broadening of the FWHM with increasing source
distance results from an approximately constant angular reso-
lution translating to a larger spatial spread at further distances.
The minimum resolution is measured to be 64, 26, and 65 um
in the x-, y-, and z-directions, respectively. In comparison to a
GRIN lens-based miniature microscope [3], while the imager
resolution is 1-2 orders of magnitude worse, it images a brain
volume larger by the same factor. The imaging volume can
be sculpted further by restricting the illumination profile to a
volume of interest, drastically reducing the image background.

V. IMAGING PERFORMANCE
A. Single Point Source Imaging

To mimic a cluster of neuron somata, a diffuser tip of
100-um radius (Thorlabs CFDSB20), coupled to a mono-
chromatic green LED (300 uW and 7.9 x 10'# photons/s),
was placed 200 um above the imager and translated along
its length at three different positions (see Fig. 11, pl, p2,
and p3]. The image was acquired with a 0.8-fps frame rate and
a photon accumulation time of 200 ms, yielding a maximum
of 41k counts at the pixel directly under the light source.
The repeating pattern of 16 gratings is responsible for the
periodicity of raw counts in Fig. 11(a) and contributes to
localization of the point source. Pseudoinverse backprojections
(xproj = ATy) sectioned at z = 200 pm show the imager’s
ability to find centers of brightness with a 30-um standard
deviation [see Fig. 11(b)].

B. Multi-Source Phantom Imaging

A multi-source phantom fluorescent target was constructed
by depositing fluorescent microspheres (F8836 10 pm,
Thermofisher) on a cover glass, which was then placed

IEEE JOURNAL OF SOLID-STATE CIRCUITS, VOL. 54, NO. 11, NOVEMBER 2019

Fig. 11. Monochromatic light source hovering 200 pm above the imager was
placed at x coordinates of 500 um (pl), 1500 pm (p2), and 2500 pm (p3).
(a) Raw 512-pixel counts along two shanks and (b) pseudoinverse backpro-
jection in plane z = 400 pwm with source locations () and probe (-) overlaid.

400 um away from the imager. A picosecond-pulsed excitation
(Fianium SC450-pp, NKT Photonics) centered at 480 nm and
carrying 700 uW of average power (1.7 x 10" photons/s)
with a 20-MHz repetition rate was delivered in a direction
parallel to the shank with a 500-um-diameter collimator. This
parallel incident angle for the excitation power minimizes
the image background produced by incomplete time-gated
rejection. Fig. 11(a) and (b) show two distinct scenes with a
difference in the size and arrangement of the imaging target.
The fluorescence microscope image is displayed alongside the
reconstructed pseudoinverse backprojections of SPAD counts.
Photon counts were accumulated for 200 ms at 1 fps with a
time-gated delay of 550 ps after the laser pulse, resulting in a
maximum SBR of 15 dB. Voxel sizes are 20 um in x, y, and
7 dimensions to optimize the computation speed.

To show the efficacy of time-gated fluorescence imag-
ing, a third scene [see Fig. 12(c)] is constructed with two
microsphere clusters, one composed of fluorescent spheres and
another with scattering latex spheres. Despite the visibility of
both clusters under brightfield imaging, the imager selectively
detects only the fluorescent microspheres.

C. Source Localization by L1-Norm Minimization

Due to the highly compressed nature of the imaging system
which maps ~10° voxels to 512 pixels when constructing a
3-D image with 20-um voxels, a direct backprojection image
will inevitably have limited spatial resolution and appear
blurred. Furthermore, high frequency noise is amplified into
the image through high spatial sampling frequencies, associ-
ated with low magnitude singular values of the sensing matrix
A. By incorporating a sparsity constraint, the brightest few
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Brightfield

200pm —

Fig. 12. (a) 10-um-diameter microsphere clusters deposited on cover glass
placed 400 pm above imager (dotted line overlay). Top: epifluorescence
microscopy image. Bottom: pseudoinverse backprojection. (b) Same with
larger clusters. (c) Two sphere types, fluorescent (left) and scattering (right),
showing selective imaging of fluorescent target. Top: fluorescent. Middle:
backprojection. Bottom: brightfield. All scale bars are 200 pm.
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Fig. 13. (a) 3-D reconstruction of microsphere clusters in Fig. 12(b);

two most significant solutions are marked in red circles and the following
40 in black, with diameters depicting amplitude estimate; the overlaid ground-
truth image indicates the location of microspheres 400 um above the chip.
(b) L2-norm of residual error decreasing with added sources, red and gray
corresponding to first 2 and next 40 voxels in the order of highest amplitude
estimate.

source locations can be solved for in a least-mean-squares
manner. Performing this basis pursuit denoising optimiza-
tion allows an estimation of best-fit source locations while
penalizing the number of total sources with a weighting
parameter A [39]. This optimization problem employs a cost
function that includes the L1-norm of sources (f71) and the
L2-norm of the residual error (f12)

. . 1 2 .
& =argmin { Allx[ly + SllAx — yll3 ) = argmin(fL1 + f12).
X X
“)

To solve this optimization problem, we use the in-crowd
algorithm [40] to solve for sparse locations within the imager’s
FoV in real time. Fig. 13(a) shows the 3-D reconstructed
image of the microsphere arrangement in Fig. 12(b) solved
with 20-um voxel sizes. Raw imager data are drawn as a
heat map at the plane of the imager (z = 0 pum). The largest
magnitude contributors to the solution (X) are displayed in
circles, while circle diameters indicate the magnitude estimate.
The two voxels with the largest magnitude, colored red, show
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the imager’s ability to locate the two microsphere clusters at
their correct volumetric locations. The next highest 40, colored
black, are also found to gravitate around the two clusters with
decreasing amplitude estimates. As more voxels are added
to the solution X, the L2-norm of the residual error (fr2)
declines as shown in Fig. 13(b), but each with a diminishing
contribution to residual error minimization. By combining this
information from residual error with the appearance of clusters
of estimated sources, we can heuristically infer sparsity and
location without relying on an external verification of ground
truth.

D. Limit of Reconstruction Accuracy

We perform a Monte Carlo simulation to determine the
maximum number of sources that the imaging probe can
resolve simultaneously. Sparse reconstruction theory states that
the maximum number of detectable sources is the number of
pixels M. However, for L1-minimization solvers that assume
no constraints on the sensing matrix A, phase transition occurs
around +/M [41], meaning that a sharp decline in reconstruc-
tion reliability occurs above that density. In the case of the
imaging probe, the columns of A have a repetitive structure
determined by the angular-sensitive gratings. As a result,
we expect the maximum allowable sparsity to be below /M.

We place K sources randomly in the imaging volume
of 3.2 mm x 200 um x 150 pum above a single shank at
250-um depth. Photon shot noise is applied to the simulated
fluorescence data, and additional excitation background is
added with the expected SBR of 3.5 dB. Source placement
and subsequent localization are repeated N = 1000 for each
value of K. To correctly compare the localization result against
the ground truth, an exhaustive search method links found
sources with their closest true locations, where computational
tractability limits the analysis to K = 10. We analyze the
localization error in terms of mean square error (MSE),
allowing a decomposition into the average error squared and
variance of the error

2
MSE(x, £) = %le — &5 = (% Z(x—fc)) +62 .. (5)

Fig. 14 shows how localization performance is affected by
the source cardinality, K. Fig. 14(a) shows the distribution
of the error over all iterations and source cardinalities in
each dimension. Large outliers are essentially ground-truth
locations that are not found, and the larger imaging volume
in the x-direction permits larger outliers along that axis. The
error is distributed with 98% of sources found within 130 pum,
or around two times the largest FWHM at 100-um distance,
of the true location. The compressive sensing method has a
2% likelihood for introducing false positives and negatives,
which need to be accounted for in the subsequent imaging
target analyses.

The total ensemble standard deviation of all errors in all
directions reduces to 17 um [see Fig. 14(b)] when corrected
for these outliers. The error increases with more sources
due to increased noise sensitivity at higher source densities.
Both the standard deviation and the bias of the error
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Fig. 14. (a) Distribution of localization error in spatial coordinates.

(b) Standard deviation when accounted for 2% false positive/false negative
outliers. (c) Bias of localization error.

[see Fig. 14(c)] are smaller than the pixel pitch in all directions
X, y, and z. The sign of the data point indicates an estimation
bias in the respective direction.

Even at the reported large variance, a low error bias
indicates the imager’s strength at localizing volumetric cen-
ters of brightness with micrometer accuracy, where precision
improves with the repeated measurements and averaging over
multiple reconstructions. We, therefore, expect that a single
shank with 256 pixels can localize up to ten point sources
simultaneously with 98% certainty at SBR levels comparable
with those estimated for an in vivo environment.

VI. CONCLUSION

In this article, we present an implantable neural shank-based
imager with a minimal tissue displacement of only 0.03 mm?3
while monitoring a volume of 0.4 mm?>. The minimally
invasive imager is able to localize the fluorescent objects
at depths beyond those of conventional imaging systems.
It is capable of distinguishing multiple fluorescent objects
with a resolution of 64, 26, and 65 pum in the x-, y-, and
z-directions, respectively, without the use of spectral filters
and refractive focusing optics. Time gating adds two orders of
magnitude of excitation light rejection, adding to what can be
provided by thin-film absorptive optical filters. The imager’s
modest pixel count of 512 trades off spatial resolution with
fast image acquisition; its high maximum frame rate (51 kfps),
synchronized with an external pulsed excitation source, allows
the investigation of sparsely expressed biomarkers for in vivo
neural imaging.
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